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[RECE’IVED

Send copy to Dapartment of Health and Senior Services; retain original In depariment file,

ALCO SENSOR IV SN PRINTER SN DATE OF INSPECTION
097424 096.3580.984 02/04/2015

LOGATION OF INSTRUMENT (STREET AND CITY) TIME OF INSPECTION
Wentzville PD Booking 1019 Schroeder Craek Bivd Wentzwlle MO 63385 3.04 pm

CHECKLIST: Place a mark in the box by each item if found to be satisfactory or If operating within established limits. (Write In observed val-
ues where determined.) Unmarked items mus! be corrected before using instrument.

@ DIGITAL READOUT (ALL ELEMENTS OPERATIONAL)

[Z] TEMPERATURE OF ALCO SENSOR (10°C - 40°C)

[/] PRINTER WORKING PROPERLY

. TIME AND DATE DISPLAYING PROPERLY
BHEATH ALCOHOL ACCURACY STANDAHDS

= By Carol Day at 6:21 am, Feb 05, 2015]
Complate this report in duplicate at the time of the regular monthly preventalive maintenance che%z,—anu'v:mn‘éwr‘lﬁmuﬁm

[ SIMULATOR SOLUTION o [/l COMPRESSED ETHANOL-GAS MIXTURE
[] sTANDARD SUPPLIER Intoximeters / Airgas LoT # AG4022002 exp. paTe 01/20/2016
[] SIMULATOR TEMPERATURE (34°C £ 0.2°G) SIMULATOR SN SIMULATOR EXP DATE

CALIBRATION CHECK ~ (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)
Fun three tests using a standard solution. All three lests must be within £5% of the standard value and must have a spread of .005 or
less, Chack the box corresponding 1o the standard solution being used, (PRINTOUT ATTACHED)
0.100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INGLUSIVE
0.080% STANDARD - MUST READ BETWEEN 0.076% and 0.084% INCLUSIVE
0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE

TEST 1 % (.101 TEST2# 0,100 = TEST 3 = 0.009

[¥] RFt DETECTOR OPERATING

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 5 ©-04) 0 (os.09) O (i0-14y O (is-19 1 (Over.19) O

List any new parts and desciibe any afteralion or modiffcation 1hat was made to restore the inslrument lo operale salisfactorily and within
astablished limils {use other side if necessary).

**True Cal |l reading: 0.099™

R

SIGNATURE
g VO, (ff//(W‘thR ey Matthe'v Schreider

TTvpE 1 pEAMT NUNBEREXTIAATION DATE ['TeLERHONE NUMBER
C£300dd o iZ-30-2010 (D Sb) dzf 5105
i Return completed report to the: Br‘@a[r‘ Ale onoi Program MO Oprzar.mem 2 Health and Serior Servic: 23, Southeast District Office

RIS




Customer Name
Intoximeters, Inc.
2081 Craig Road
St. Louls, Mo 63146

Exp. Date
20-Jan-2016

Alrgas USA LLC (LAB}
3500 Bernard Street

St. Louis, Mo. 63103
Ph: {314) 533-3100
Fax: (314} 533-7328

Certificate of Analysis

Test Date: 21-Jan-2014

Lot # AG402002

- Cyl. Type Componhent Certified Concentration
108 Ethanol 0.100 £ 2% BrAC (272 ppm)
Nitrogen Balance

Certlfication Traceable to N...8.T. RGM Ethanol Standards:

Serial No,

EB0010681
EBQ0010570
EB0010285
EB0010561
EB0010681

Analytical Method:

Concentration Serial No. Concentration
391.8 ppm EB0010603 392.5 ppm
259.8 ppm EB0010559 258.9 ppm
209.0 ppm EB00105%5 208.8 ppm
103.7 ppm EB0010562 104.9 ppm
52.22 ppm EB0010579 52,94 ppm
NDIR

Dlgitaly stgned by Quafity Conlegl

Date: 2014.01.21 13:44:31 -06:00
Reasom: Dry gas slandard certification of anaiysis
Localion: Alrgas USA LLC {Lab) An alyst'

Rod Marsala

IS0 17025:2005 A2LA accredifedd. Ceriificate Number 2989.01
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STATE OF MISSOURI
DEPARTMENT OF HEALTH AND SENIOR SERVICES
BREATH ALCOHOL PROGRAM

——

la hersby-authorized to. instruct and supewise opsrators, train. Insteuctors;. inspect cahbrate, perform Meld sewlce and repalrs,
-and-operate the following breath analyzer(s)_:;;, P

DATAMASTER, INTOX EC/IR 1, ALCO«SENSOR v W/PRIN’.E‘ER
for the determination of the aleoholic ccntant of b!ood from asatiiple cfexpired 8l Permft fssuad under the prowsxons of sechons
57? 020 2hrough 577 041 RSMO and 306 m thmugh d08.119RS8Mo, PRI

oare 12312013 e ™ .
, _ BIREGTOR OF STATE PUALIC FIRALTH LABORATORY
numagr 230344 APy, \)-c-,o(ﬂ,\Qj

Expines 12/31/2015

saeting divector

DlHECI‘OR or DEPARTMEJ\H‘ OF HEALTH AND SENIOR SERVIGES
LAl (5:10)

140 680-0771 (6-10)

-STATE OF MiSSDURE

ARTHEHT ORHEALYH A!:D SENIOR sEszcEs .
3y THALCOHOL PROGRA

=i iNSTRUMENT OPERATOR CARB

| Fa namer cprdhofder ! 1l oot Bloolol

instiument for’ th gpsre‘,c'n;'gr

in }r!rssourf -

Qpesator SCHNEJDI:R MATTHEW
Parmit No 230344
Datg lssued 12!3112{)13 Dale Explres 1213172015




